Introduction {#Sec1}
============

Sonography is a fundamental imaging modality for chronic cancerous \[[@CR11]\] and non-cancerous \[[@CR14]\] liver diseases. Novel developments in ultrasound (US) research, such as perfusion imaging \[[@CR1]\], further contribute to its importance as a screening and interventional imaging device. Its main drawback, high operator variability, could be overcome by a robotic US imaging approach, that would allow for reproducible and precise data acquisition \[[@CR6]\]. This will enable improved longitudinal studies and automated interventional US imaging, providing versatilities similar to other interventional imaging modalities such as cone-beam CT (CBCT), frequently employed in clinical practice.Fig. 1Schematic workflow of our method. For a defined target point, pose candidates are selected according to the hard constraints given by the US probe and acquisition properties. Next, the transmission of acoustic waves is optimized such that the best possible pose is selected to cover a defined target point

Aiming at widespread applications, however, the automatic planning of US trajectories needs to be addressed not only in 2D, but also in 3D. The latter provides crucial information in a number of clinical settings, such as diagnosis of hepatic diseases \[[@CR3]\]. For planning, both the US probe position and its orientation heavily impact the resulting image quality. Consequently, one has to account for the directional physics of US imaging with acoustic attenuation, potential shadowing, and other imaging artifacts such as reverberations. Beyond the basic US-related constraints, the probe position planning needs to consider anatomical constraints such as the patient surface, and optimize for the resulting (expected) image quality to avoid adverse objects (e.g., bones in US). Only this way, an optimal acquisition can be performed for a given target anatomy. While a generalized planning can still be considered for easily accessible organs and structures such as the carotid artery, here we focus specifically on automatic acquisitions for organs with non-trivial acoustic windows, such as the liver or the heart.

Despite first approaches to US acquisition trajectory planning \[[@CR4]\], a full optimization of 2D- and 3D-US acquisition trajectories with respect to the resulting image quality was to our knowledge not considered so far. In this regard, we introduce a novel planning framework for autonomous 2D- and 3D-US, and include geometrical, anatomy-based, and imaging-physics-based constraints to automatically retrieve the optimal position and orientation for a specific target point of interest. To optimize for the image quality, we integrate US attenuation estimates in our planning, which are derived from existing tomographic data such as CT and MRI. Ultimately, we aim at closing the gap for US trajectory planning, making autonomous US imaging more versatile.

Related work {#Sec2}
------------

In view of prior work covering planning of automatic US acquisitions, a general US probe path planning is proposed in \[[@CR4]\]. The method allows for the full coverage of a region of interest, but does not consider the resulting image quality of the planned acquisition to optimize for appropriate acoustic windows. More recently, \[[@CR6]\] and \[[@CR15]\] showed the feasibility and accuracy of autonomous US acquisitions performed by a robotic system, introducing concepts for constant force acquisitions with lightweight robots. The focus of these studies was, however, not on planning of the US trajectories based on the optimization of acoustic windows, but on their actual execution. The proposed systems employ US confidence maps \[[@CR7]--[@CR9]\] to estimate the quality of acquired US images, which can only be used during the acquisition itself but not for quality simulation. Thus, they cannot provide a global optimal planning. For a targeted quality optimization in a planning stage, US simulation approaches as in \[[@CR10], [@CR12], [@CR16]\] make use of the physics-based properties of US imaging and focus on the synthesis of realistic images or images with realistic appearance. They do not provide a measure of image quality to assess the anatomical constraints linked to determining the best acoustic window for an acquisition.

Acoustic window planning {#Sec3}
========================

In this section we introduce a method to determine optimized US probe positions for the acquisition of single US images. We show how a US sensor model can be used to integrate hard constraints, allowing the automatic planning of acquisitions for a target point (or structure) with a predefined US probe ("Sensor model" section). On this basis, we describe how acoustic transmission estimates can be used to retrieve the best acoustic window for a target structure ("Attenuation estimation" section). Finally, the overall probe position planning is described, which incorporates the aforementioned parameters for optimization of the probe position and its orientation ("Probe position planning" section). An overview of the proposed planning workflow is depicted in Fig. [1](#Fig1){ref-type="fig"}.

Sensor model {#Sec4}
------------

US imaging imposes certain requirements with respect to the probe positioning based on the underlying US imaging physics (longitudinal acoustic waves), the acquisition parameters (wavelength, field of view) as well as the transducers hardware design (piezo element size and array shape). During their training, physicians learn to intuitively regard for all these parameters to identify reasonable acoustic windows for certain target structures. To mimic a similar behavior for automatized acquisition planning, we model a set of constraints for US pose optimization and evaluate a set of pose candidates with respect to the expected image quality. While 3D-US allows for improved structural coverage by acquiring volumetric information, at first we specifically focus on the foundation of 2D US imaging, and later extend the concept to 3D-imaging with freehand sweeps in ("Planning of 3D-trajectories" section)Fig. 2Constraints for US probe placement, as determined by the image plane in axiolateral **(a)** and elevational **(b)** directions, as well as by the need for correct acoustic coupling of the US probe **(c)**

The task of single-view probe position planning is to find a corresponding US probe pose $\documentclass[12pt]{minimal}
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                \begin{document}$$P_t$$\end{document}$ defined by the operator. For automatic acquisitions, we assume that preoperative images are employed for the planning, in our case X-ray computed tomography (CT). From these images, a target point or structure is selected, and the probe positioning planned accordingly. For US imaging, resulting images are defined by the system settings (e.g., penetration depth $\documentclass[12pt]{minimal}
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                \begin{document}$${\mathcal {S}}$$\end{document}$ extracted from the CT, we select a subset $\documentclass[12pt]{minimal}
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                \begin{document}$$s \in {\mathcal {S}}$$\end{document}$ for which the target point can be imaged based on these parameters. This is influenced by the image depth and the axial orientation of the probe with respect to the corresponding surface normals $\documentclass[12pt]{minimal}
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                \begin{document}$$\begin{aligned} {\mathcal {S}}_C = \left\{ s \in {\mathcal {S}}:\, |P_t - s|< d_y\, \wedge \, \left\langle d_a, n_s \right\rangle < \alpha \right\} , \end{aligned}$$\end{document}$$with the transducers axial orientation $\documentclass[12pt]{minimal}
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                \begin{document}$$d_a$$\end{document}$ restricted to the connection to the target point $\documentclass[12pt]{minimal}
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                \begin{document}$$(P_t - s)/|P_t - s|$$\end{document}$. By doing this, one ensures that the target is always within the image plane, given the depth-constraint is fulfilled.

Figure [2](#Fig2){ref-type="fig"} shows intuitively how these constraints are enforced in order to allow for US probe planning. To maintain sufficient acoustic coupling and ensure patient comfort, we restrict the angle between the target (patient) surface and the US probe. This limit depends on a number of factors including the transducers physical geometry and the stiffness of the covering tissue-layers. During our experiments we used $\documentclass[12pt]{minimal}
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                \begin{document}$$\alpha = \mathrm{cos}(30\,^\circ )$$\end{document}$. These constraints thus guarantee that the region of interest is inside the image and that the insonificating pulse can reach the patients skin.

Attenuation estimation {#Sec5}
----------------------

The identified pose candidates allow for the acquisition of images for a target region of interest, yet they do not regard for features of the patient anatomy, which could heavily influence the US image quality. In order to identify a suitable acoustic window for a target point, one has to ensure that sound waves reach the target with sufficient wave intensity. This thus corresponds to finding a linear path to the target that exhibits low attenuation while traversing the tissue.

Building on the efforts of \[[@CR16]\], we propose an attenuation estimation based on CT, which is employed for acoustic window planning to evaluate possible poses as identified in ("Sensor model" section) with respect to their expected image quality. The acoustic transmission coefficient of US waves through an interface of two tissues with acoustic impedances $\documentclass[12pt]{minimal}
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                \begin{document}$$\begin{aligned} t(Z_1, Z_2) = 1 - \left( \frac{Z_2 - Z_1}{Z_2 + Z_1} \right) ^2. \end{aligned}$$\end{document}$$Using the approximately linear relationship between density $\documentclass[12pt]{minimal}
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                \begin{document}$$\mu $$\end{document}$ in tissues \[[@CR13], [@CR16]\], this can be rewritten as$$\documentclass[12pt]{minimal}
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                \begin{document}$$\begin{aligned} {\Delta } t(x) = 1 - \left( \frac{ \left| {\Delta }\mu (x) \right| }{2 \mu (x)}\right) ^2, \end{aligned}$$\end{document}$$where a constant speed of sound is assumed for simplicity. US waves can traverse several tissue interfaces, such that the overall transmission from a base point *b* along a ray of direction *v* is$$\documentclass[12pt]{minimal}
                \usepackage{amsmath}
                \usepackage{wasysym} 
                \usepackage{amsfonts} 
                \usepackage{amssymb} 
                \usepackage{amsbsy}
                \usepackage{mathrsfs}
                \usepackage{upgreek}
                \setlength{\oddsidemargin}{-69pt}
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                \begin{document}$$x = b + av, a \in {\mathbb {R}}^+$$\end{document}$. To account for the processing in common US imaging pipelines, a log-compression is applied to the transmission estimate$$\documentclass[12pt]{minimal}
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                \begin{document}$$\nu = 0.5$$\end{document}$ representing a constant compression factor in this work, comparable to the findings in \[[@CR16]\]. As the respective US probe geometry and resulting image geometries are known a-priori (number of elements $\documentclass[12pt]{minimal}
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                \begin{document}$$v_i$$\end{document}$), we can approximate the US transmission for a pose candidate and retrieve an average transmission value $\documentclass[12pt]{minimal}
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                \begin{document}$${\overline{t}}$$\end{document}$ for each relevant surface point $\documentclass[12pt]{minimal}
                \usepackage{amsmath}
                \usepackage{wasysym} 
                \usepackage{amsfonts} 
                \usepackage{amssymb} 
                \usepackage{amsbsy}
                \usepackage{mathrsfs}
                \usepackage{upgreek}
                \setlength{\oddsidemargin}{-69pt}
                \begin{document}$$s \in {\mathcal {S}}_c$$\end{document}$ and transducer orientation $\documentclass[12pt]{minimal}
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                \begin{document}$$\begin{aligned} {\overline{t}}(s, R) = \frac{1}{N_{el} d_y} \sum _{i = 1}^{N_{el}} \int \limits _0^{d_y} {\hat{t}}(R(b_i + l v_i)\, +s) \mathrm {d} l, \end{aligned}$$\end{document}$$thus computing the mean along all scan-lines. As the average transmission is mainly influenced by strong reflectors (e.g., bone) between the target structure and the respective surface point, this allows for the identification of surface points with higher wave intensities (and thus better signal to noise ratio) at the target structure. Figure [3](#Fig3){ref-type="fig"} shows the exemplary mean transmission values estimated for each point on the surface for a target point inside the liver.Fig. 3Mean transmission estimation $\documentclass[12pt]{minimal}
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Probe position planning {#Sec6}
-----------------------

On the foundation of the hard constraints and the transmission model, we can retrieve a patient-specific optimal US pose to cover a target point with maximized acoustic intensity. Anatomical factors such as the ribs will cause strong reflections (i.e., low transmission) for certain probe orientations, whereas a change in its position potentially has smaller effects on the expected transmission. We propose a two-stage quality maximization, where the best angle is retrieved first, since the transmission values should be almost convex w.r.t. the probe angle. The surface position *s* is then optimized to retrieve the final US probe pose $\documentclass[12pt]{minimal}
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                \begin{document}$$T_{US} = ({\hat{R}}, {\hat{s}})$$\end{document}$.

In our case, the US probe pose is already characterized by a base point on the patient surface $\documentclass[12pt]{minimal}
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                \begin{document}$$s_i \in {\mathcal {S}}$$\end{document}$ and the axial orientation $\documentclass[12pt]{minimal}
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                \begin{document}$$d_a$$\end{document}$. Therefore, the goal of the first optimization stage is to find the best transducer orientation $\documentclass[12pt]{minimal}
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                \begin{document}$$R_{\text {US}}$$\end{document}$ for the acquisition in one degree of freedom. By defining the axial direction to be $\documentclass[12pt]{minimal}
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                \begin{document}$$d_a = (P_t - s_i) / |P_t - s_i|$$\end{document}$, we effectively align the transducer center toward the target point and reduce the space of eligible orientations to the rotations around $\documentclass[12pt]{minimal}
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                \begin{document}$$d_a$$\end{document}$. The mean transmission $\documentclass[12pt]{minimal}
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                \begin{document}$${\overline{t}}$$\end{document}$ can then be employed as quality metric in order to maximize the overall transmission for a given target position$$\documentclass[12pt]{minimal}
                \usepackage{amsmath}
                \usepackage{wasysym} 
                \usepackage{amsfonts} 
                \usepackage{amssymb} 
                \usepackage{amsbsy}
                \usepackage{mathrsfs}
                \usepackage{upgreek}
                \setlength{\oddsidemargin}{-69pt}
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                \begin{document}$$R_{d_\text {a}}(\phi )$$\end{document}$ is the rotation around the fixed axis $\documentclass[12pt]{minimal}
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                \begin{document}$$\phi $$\end{document}$. Intuitively, by maximizing the transmission across one image and different image candidates, those with a low transmission are rated lower and discarded in the optimization.Fig. 4Comparison of single-view poses for the $\documentclass[12pt]{minimal}
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                \begin{document}$$N_s$$\end{document}$ target points for one subject from the SLIVER07 dataset \[[@CR5]\] together with a render of the underlying CT volume. The orientations of the image axes are visualized with *colored lines*, *green* for axial and *blue* for lateral directions. **a** shows the plans created naively. The results of our method are shown in **(b)**

Planning of 3D-trajectories {#Sec7}
---------------------------

Generalizing the proposed method for 3D-trajectories, we optimize the best acoustic window for the acquisition of all the $\documentclass[12pt]{minimal}
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                \begin{document}$$P_{ti}$$\end{document}$ within a structure. The 3D-trajectories planned by our method are restricted to one base point $\documentclass[12pt]{minimal}
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                \begin{document}$$s \in S$$\end{document}$, and only vary with respect to their orientation. By choosing a point that allows for high transmissions to all target points, we ensure that all poses are within an acoustic window.$$\documentclass[12pt]{minimal}
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                \begin{document}$${\mathcal {S}}_{T} = \bigcap _{i=1}^{N_t} {\mathcal {S}}_{Ci}$$\end{document}$. We follow the same two-step maximization approach as above by first selecting the best rotations for each target point and surface point $\documentclass[12pt]{minimal}
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                \begin{document}$$s \in {\mathcal {S}}_{T}$$\end{document}$, followed by selecting the base point with the overall best transmission.

Experiments {#Sec8}
===========

As acoustic window planning has not been considered so far, we compare the results of the proposed planning framework to a naive planning, comparable to the planning approaches in \[[@CR4], [@CR6]\]. This consists of choosing the surface point $\documentclass[12pt]{minimal}
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The planning was performed on a workstation (Intel i7-4820K, NVIDIA Titan Black) and the computation of the mean transmission was implemented in CUDA. Computing the best poses for 10 target points took on average 356 seconds.

Synthetic planning {#Sec9}
------------------
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### Stability {#Sec10}
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### Quality of acoustic window {#Sec11}

A quantitative comparison of both planning methods was performed using the ratio of non-soft-tissue areas $\documentclass[12pt]{minimal}
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The evaluation was performed on CT slices at the respective pose with the size of the US image, as shown in Fig. [5](#Fig5){ref-type="fig"}. We used the single- and multi-view plans created using the segmentations of each of the 20 datasets. Table [1](#Tab1){ref-type="table"} shows the quantitative results for both evaluated measures. As the mean ratio of non-soft-tissues is lower for our method, while the ratios of depicted target anatomy are roughly equal, this effectively shows that the poses resulting from our method are less likely to have shadowing artifacts, while allowing for a similar coverage of the target image region. In Fig. [5](#Fig5){ref-type="fig"}, the pose obtained with naive planning cuts through several ribs, which would result in strong shadows in an US image. Our method planned a pose that only contains non-optimal regions at the bottom and is likely to have no shadowing artifacts in the liver.

Robotic acquisition experiments {#Sec12}
-------------------------------

The two methods were evaluated on real acquisitions performed by a robotic US system. Intuitively, the manual execution of planned trajectories is prone to errors and would lack accuracy even in the case of statically placed phantoms. Furthermore, the reproducibility of such trajectories would be limited significantly. Robotic US well tackles these limitations and allows for the autonomous execution of planned probe trajectories. In this view, the robotic system previously presented in \[[@CR6]\] and \[[@CR15]\] represents a good choice to qualitatively and quantitatively assess the performance of our proposed planning technique for US acquisitions.Fig. 6Phantom and robotic system used for experiments. **a** Robotic arm equipped with US transducer approaching the phantom covered by a thin latex sheet. **b** Gelatin-agar phantom, chalk bars resembling ribs are visible. **c** Rendering of the phantom, the selected trajectories are shown in *distinct* colors Fig. 7US intensities along planned trajectories in phantom for naive and the proposed planning technique, ours in *blue*, naive in *orange*. For target points that were not covered by the acquisition, no value is shown

The system is composed of a robotic arm, KUKA LBR iiwa R800 (KUKA Roboter GmbH, Augsburg, Germany), controlled using a custom software module[1](#Fn1){ref-type="fn"} and the robot operating system (ROS) framework. An RGB-D sensor (Kinect, Microsoft Corporation, Redmond, WA, USA) is positioned above the examination bed and used to perform CT to phantom calibration. The US acquisitions are obtained from an Ultrasonix$\documentclass[12pt]{minimal}
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                \begin{document}$$^\circledR $$\end{document}$ Sonix RP US system equipped with a 4DC7-3/40 curvilinear transducer, using the following parameters: frequency: 3.3 MHz, depth: 140 mm, gain: 50%. ROS and the respective modules to control the robot ran on a PC (Intel Core i5, NVIDIA GTX 970) communicating with the planning system.

Using this system, the acoustic window planning was evaluated for single- and multi-view acquisitions on a gelatin--agar phantom based on \[[@CR2]\]. The tissue-mimicking material is targeted to multimodal imaging. A liver was molded from a gel made out of 10 weight percent (wt%) gelatin and 6 wt% agar, diluted in water. For enhanced scattering in US 0.6 wt% graphite powder was added. The surrounding tissue-mimicking gel consisted of 3 and 1.5 wt% gelatin and agar, respectively. Shortly before complete solidification of the gel, the liver model and chalk sticks to simulate ribs were added.

Acquisitions were planned in a CT volume of the phantom, and target acquisition trajectories were computed both with our and the naive planning method. The five target lines (27.0--53.5 mm) defined for the acquisitions with differing orientations w.r.t. the ribs are shown in Fig. [6](#Fig6){ref-type="fig"}c. After planning, the trajectories were executed by the robotic setup as in \[[@CR6]\]. A constant force of 5 N onto the phantom's surface was applied for all US acquisitions. They were reconstructed into 3D volumes (compounding) and employed for evaluation.

Figure [7](#Fig7){ref-type="fig"} shows the US intensity profiles measured along the five defined target lines. Blue plots display the intensities from acquisitions planned with our method, while the orange plots show the naively planned ones. Where target points were not covered by the US acquisition, no values are shown. Such regions result from inherent inaccuracies of the surface to surface registration employed in \[[@CR6]\], as well as by tissue deformation. It can be clearly seen that naively planned volumes exhibit high variations of intensity along the line within homogeneous tissue, while ours show a continuously high visibility, only containing speckle variations.

Slices of two acquisitions are shown in Fig. [8](#Fig8){ref-type="fig"} together with the target lines inside of the volume, comparing naive planning to our method. As it can be observed, the naively planned trajectories cross bones and the resulting images are subject to strong shadowing artifacts in these locations. In contrast to this, the plans created with our method allow for imaging of the selected structures without shadowing throughout the sweep.Fig. 8Phantom US acquisitions (*red*) for two trajectories using the CT for planning. Rows 1 and 3 show the naive sweeps, rows 2 and 4 sweep according to our planning, each in different planes (*first* and *second* column). The positioning of the target points is shown as *green line* in the rendering and the slices

Discussion {#Sec13}
==========

On the foundation of our analysis and presented work, the results of both the synthetic trajectory planning as well as the phantom acquisitions show the need for trajectory planning approaches, considering the inner anatomy for optimizing the image quality. Based on the physics of the US image formation process, the introduced maximization of the expected image quality by acoustic transmission allows for the planning of single- and multi-view acquisitions not affected by shadowing artifacts, as we have shown. With this work, we aim at providing the basis for truly autonomous US acquisitions of a variety of anatomies that could not be imaged previously due to restricted acoustic windows. Beyond that, the proposed method could also be used to train US technicians, providing trainees with feedback on the transducer positioning.

While our method provides optimal acquisition plans, their execution requires an accurate patient registration, as acoustic windows can be of limited size. For the example of cardiac US, a planning in the intercostal space needs to be precise w.r.t. the patient registration, as otherwise images would be distorted significantly by the ribs. This becomes even more important, as respiratory motion could potentially require a continuous update of the patient registration in view of imaging in-vivo.

With this basis, our future work will include a more precise patient registration, possibly adding image based registration refinement as proposed in \[[@CR6]\] and incorporating methods to detect degraded image quality during the acquisition \[[@CR8]\]. This would allow the system to exclude affected images from the 3D compounding as well as the extension of our method for the planning of longer US trajectories with varying base points. Excluding degraded images based on their actual quality can reduce the impact of changes which inherently could not be accounted for in the planning, such as the presence of bowel gas or lesions resulting from the current treatment. Those changes could cause significant artifacts and attenuation.

The observed computation times do not allow for an interactive execution, but since the trajectories are meant to be obtained preoperatively, this is not critical. Nevertheless, we plan to reduce the computational cost in the future.

Finally, our future work includes the generalization of the proposed method to use other tomographic modalities such as MRI as basis for the transmission estimation \[[@CR12]\] and ultimately develop it toward an atlas-based approach as in \[[@CR15]\]. We also aim at integrating further factors into the optimization, such as the volumetric coverage and anatomical context provided by the trajectory. To this end, a proof-of-concept study involving human acquisitions will be necessary to show the validity of the approach in a clinical setting, where CT data are a prerequisite for a clinical trial.

Conclusion {#Sec14}
==========

In this work, we presented the first fully automatic trajectory planning approach for autonomous and collaborative robotic US acquisitions, which takes the expected image quality into account. We have demonstrated both the theoretical and practical advantages of the proposed approach over conventional planning techniques. The method was evaluated using 20 virtual planning scenarios based on real patient data as well as five real acquisitions scenarios on a realistic tissue-mimicking phantom. In particular, we demonstrated that the proposed method achieves a higher acoustic window quality throughout the acquired sweeps in comparison with a naive planning approach, while yielding a comparable coverage of the target anatomy. Conducted phantom experiments further showed that this advantage can also be observed for robotic US imaging, as indicated by more constant intensity signals along the planned trajectory.

 [https://github.com/SalvoVirga/iiwa_stack](https://github.com/SalvoVirga/iiwa%5fstack).

This project has partially received funding from the European Union's Horizon 2020 research and innovation program EDEN2020 under Grant Agreement No. 688279, as well as by the project Iotma funded by the central innovation program for SMEs (ZIM).

Conflict of interest {#FPar1}
====================

The authors declare that they have no conflict of interest.

Human and animal rights {#FPar2}
=======================

No human or animal experiments were performed in this study. All phantoms were constructed following referenced and good scientific practice.
